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4 Impedance and return loss 

Dipole CLA150 SN 4025 

Head Liquid 

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

2021/4/26 -31.4 / 47.8 / 

Dipole D450V3 SN 1103 

Head Liquid 

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

2021/4/21 -23 / 57.1 / 

 


