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Photo 1: Test setup for radiated measurements (Enclosure, semi-anechoic chamber,
30 MHz to 1 GHz, unintentional radiator §15)

Test report Reference: MDE_GE_1501_FCCa_Photo_Setups Page 2 of 5



—————— 7 iy W

FRONT SIDE

Photo 2: Test setup for radiated measurements detailed view (Enclosure, semi-
anechoic chamber, 30 MHz to 1 GHz, intentional radiator §15)
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Photo 3: Test setup for radiated measurements — pneumatic finger — detail
(Enclosure, semi-anechoic chamber, 30 MHz to 1 GHz,
unintentional radiator 815)
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Photo 4: Test setup for conducted measurements (AC/DC adapter, 120 V/60 Hz, EMC
insulated room, unintentional radiator, § 15)
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