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Appendix A. Plots of System Performance Check 
 

The plots are shown as follows. 

 



Test Laboratory: Sporton International Inc. SAR/HAC Testing Lab                      Date: 2022/4/19

System Check_Head_2450MHz

DUT: D2450V2-SN:924

Communication System: UID 0, CW; Frequency: 2450 MHz;Duty Cycle: 1:1
Medium: HSL_2450_220419 Medium parameters used: f = 2450 MHz; σ = 1.762 S/m; εr = 40.953; 

ρ = 1000 kg/m3

Ambient Temperature：23.4 ℃;  Liquid Temperature：22.5 ℃

DASY5 Configuration:
- Probe: ES3DV3 - SN3282; ConvF(4.65, 4.65, 4.65); Calibrated: 2021/11/4
- Sensor-Surface: 3mm (Mechanical Surface Detection)
- Electronics: DAE4 Sn910; Calibrated: 2021/7/15
- Phantom: Twin-SAM1(P1aP2a20); Type: QD 000 P40 CD; Serial: TP:1670
- Measurement SW: DASY52, Version 52.10 (3); SEMCAD X Version 14.6.13 (7474) 

Pin=250mW/Area Scan (71x81x1): Interpolated grid: dx=1.200 mm, dy=1.200 mm 
Maximum value of SAR (interpolated) = 23.6 W/kg

Pin=250mW/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm, dy=5mm, dz=5mm
Reference Value = 116.4 V/m; Power Drift = 0.02 dB
Peak SAR (extrapolated) = 29.2 W/kg
SAR(1 g) = 14 W/kg; SAR(10 g) = 6.5 W/kg
Maximum value of SAR (measured) = 23.6 W/kg

0 dB = 23.6 W/kg
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Appendix B. Plots of High SAR Measurement 
 

The plots are shown as follows. 

 



Test Laboratory: Sporton International Inc. SAR/HAC Testing Lab                      Date: 2022/4/19

01_Bluetooth_BLE 1Mbps_Front_10mm_Ch39

Communication System: UID 0, Bluetooth (0); Frequency: 2480 MHz;Duty Cycle: 1:1.161 
Medium: HSL_2450_220419 Medium parameters used: f = 2480 MHz; σ = 1.794 S/m; εr = 40.857;

ρ = 1000 kg/m3

Ambient Temperature：23.4 ℃;  Liquid Temperature：22.5 ℃

DASY5 Configuration:
- Probe: ES3DV3 - SN3282; ConvF(4.65, 4.65, 4.65); Calibrated: 2021/11/4
- Sensor-Surface: 3mm (Mechanical Surface Detection)
- Electronics: DAE4 Sn910; Calibrated: 2021/7/15
- Phantom: Twin-SAM1(P1aP2a20); Type: QD 000 P40 CD; Serial: TP:1670
- Measurement SW: DASY52, Version 52.10 (3); SEMCAD X Version 14.6.13 (7474)

Ch39/Area Scan (51x151x1): Interpolated grid: dx=1.200 mm, dy=1.200 mm
Maximum value of SAR (interpolated) = 0.0231 W/kg

Ch39/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm, dy=5mm, dz=5mm
Reference Value = 2.682 V/m; Power Drift = 0.01 dB
Peak SAR (extrapolated) = 0.0340 W/kg
SAR(1 g) = 0.017 W/kg; SAR(10 g) = 0.0091 W/kg
Maximum value of SAR (measured) = 0.0218 W/kg

0 dB = 0.0218 W/kg



Test Laboratory: Sporton International Inc. SAR/HAC Testing Lab                      Date: 2022/4/19

02_Bluetooth_BLE 1Mbps_Front_0mm_Ch19

Communication System: UID 0, Bluetooth (0); Frequency: 2440 MHz;Duty Cycle: 1:1.161
Medium: HSL_2450_220419 Medium parameters used: f = 2440 MHz; σ = 1.75 S/m; εr = 40.984; ρ

= 1000 kg/m3

Ambient Temperature：23.4 ℃;  Liquid Temperature：22.5 ℃

DASY5 Configuration:
- Probe: ES3DV3 - SN3282; ConvF(4.65, 4.65, 4.65); Calibrated: 2021/11/4
- Sensor-Surface: 3mm (Mechanical Surface Detection)
- Electronics: DAE4 Sn910; Calibrated: 2021/7/15
- Phantom: Twin-SAM1(P1aP2a20); Type: QD 000 P40 CD; Serial: TP:1670
- Measurement SW: DASY52, Version 52.10 (3); SEMCAD X Version 14.6.13 (7474)

Ch19/Area Scan (51x151x1): Interpolated grid: dx=1.200 mm, dy=1.200 mm
Maximum value of SAR (interpolated) = 0.108 W/kg

Ch19/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm, dy=5mm, dz=5mm
Reference Value = 2.512 V/m; Power Drift = 0.04 dB
Peak SAR (extrapolated) = 0.177 W/kg
SAR(1 g) = 0.072 W/kg; SAR(10 g) = 0.032 W/kg
Maximum value of SAR (measured) = 0.0941 W/kg

0 dB = 0.108 W/kg



 

 Sporton International Inc. (Shenzhen)   Report Version : Rev.01  

TEL : +86-755-86379589 / FAX : +86-755-86379595  Issued Date : May 05, 2022 

FCC ID : 2A4DH-2587 Page C1 of C1 Report Template No. : 200414 

 

 FCC SAR Test Report Report No. : FA210405-01  

Appendix C. DASY Calibration Certificate 
 

The DASY calibration certificates are shown as follows. 

 















 

 

      

    

    

    
 

 

 

  

 

  

 

D2450V2, Serial No. 924 Extended Dipole Calibrations 

Referring to KDB 865664 D01, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), 

and in impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the 

calibration interval can be extended. 

D2450V2 – serial no. 924 

  2450 Head  

Date of 

Measurement 

Return-Loss 

(dB) 

Delta 

(%) 

Real 

Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary 

Impedance 

(ohm) 

Delta 

(ohm) 
      

2020.9.2 -22.1   53.9   7.2         

2021.9.1 -22.1 0.0 51.2 2.7 7.4 -0.2       

             

 

<Justification of the extended calibration> 

 

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.   



 

 

      

    

    

    
 

 

 

  

 

  

 

Dipole Verification Data> D2450V2, serial no. 924 

2450MHz – Head----2021.9.1 

 

 

 

 

 

 

 

 

 

 

 

 




























