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1. Photographs of measurement set-up 
1.1. Measurements of magnetic fields in range 9 kHz to 30 MHz 
 
 

 

Photograph 1: overall view 

 
 

 

Photograph 2: close view (x-axis) 
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1.2. Measurements of electric fields in range 30 MHz to 1GHz 
 
 

 

Photograph 3: overall view (y-axis) 

 

 

Photograph 4: close view (x-axis) 
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1.3. Measurements of electric fields in range 1 GHz to 18 GHz 
 

 

Photograph 5: Overall view (x-axis) 

 
 

 

Photograph 6: Overall view (y-axis) 

 
 



Annex 4 to Test Report 18-1-0257101T93a-C2, Page 6 of 7   

 

CETECOM_TR18_1_0257101T93a_C2_A4 

1.4. Timing requirements 
 

 

Photograph 7: set-up for radiated timing measurements  
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2. Conducted RF-measurements set-up 
 

 

Photograph 8: set-up for measurements with spectrum-analyzer 

 
 
 


